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Preservation of residual hearing after cochlear implantation is now considered an important goal of
surgery. However, studies indicate an average post-operative hearing loss of around 20 dB at low fre-
quencies. One factor which may contribute to post-operative hearing loss, but which has received little
attention in the literature to date, is the increased stiffness of the round window, due to the physical
presence of the cochlear implant, and to its subsequent thickening or to bone growth around it. A ﬁnite
element model was used to estimate that there is approximately a 100-fold increase in the round
window stiffness due to a cochlear implant passing through it. A lumped element model was then
developed to study the effects of this change in stiffness on the acoustic response of the cochlea. As the
round window stiffness increases, the effects of the cochlear and vestibular aqueducts become more
important. An increase of round window stiffness by a factor of 10 is predicted to have little effect on
residual hearing, but increasing this stiffness by a factor of 100 reduces the acoustic sensitivity of the
cochlea by about 20 dB, below 1 kHz, in reasonable agreement with the observed loss in residual hearing
after implantation. It is also shown that the effect of this stiffening could be reduced by incorporating a
small gas bubble within the cochlear implant.
© 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY license
(http://creativecommons.org/licenses/by/4.0/).1. 1introduction
There is increasing interest in the preservation of residual low-
frequency hearing after cochlear implantation. This is partially
motivated by the observation that residual low-frequency hearing
can be used in a complimentary way to electrical excitation from
the cochlear implant to give signiﬁcantly improved speech
perception (Causon et al., 2015; Helbig et al., 2011). This improve-
ment is thought to be partially due to better pitch perception
(Talbot and Hartley, 2008) and better recognition of the funda-
mental frequency and ﬁrst formant (Verschuur et al., 2013; Zhang
et al., 2010). Improved timing cues are also important (Gifford
et al., 2013), because these cues are more effectively coded by the
auditory system and are highly degraded by current cochleardow; OW, oval window; ME,
BM, basilar membrane; CA,
ve
ration Research, University of
r B.V. This is an open access articleimplant signal processing and the spread of electrical excitation
associated with cochlear implant stimulation. There may be addi-
tional beneﬁts to cochlear structure preservation because of po-
tential future therapies, such as hair cell regeneration (Rubel et al.,
2013), and because better cochlear health has been shown to be
related to better electrical hearing (Pﬁngst et al., 2015).
Published studies of hearing preservation after cochlear im-
plantation have typically shownpost-operative hearing loss around
20e25 dB. As an example, Fig. 1 shows the calculated average loss
in residual hearing, measured within six months of surgery in 104
implanted ears by Verschuur et al. (2016). The average loss of re-
sidual hearing after cochlear implantation is seen to be about
22 dB at 100 Hz, falling to about 12 dB at 1 kHz. These changes in
residual hearing are in reasonable agreement with measurements
of average changes in threshold values made at other cochlear
implant (CI) centres (Adunka et al., 2013; Friedmann et al., 2015)
and also shown in two recent meta-analyses of published hearing
preservation data (Causon et al., 2015; Santa Maria et al., 2014). The
variance of the residual hearing loss between patients in Verschuur
et al. (2016) is quite large, which is also typical of published studies
of hearing preservation after cochlear implantation. A range ofunder the CC BY license (http://creativecommons.org/licenses/by/4.0/).
Fig. 1. The mean values of hearing loss due to cochlear implantation, calculated from
the mean of the differences between pre-operative and post-operative pure-tone
audiometric thresholds, for cochlear implant recipients at the University of South-
ampton Auditory Implant Service (Verschuur et al., 2016).
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including chronic inﬂammation and the development of ﬁbrotic
tissue within the cochlea, which may be particularly implicated in
longer-term loss of residual hearing (Causon et al., 2015). However,
one possible mechanism for the loss of residual hearing that has
received little attention in the literature is the stiffening of the
round window (RW), either because of the presence of the cochlear
implant itself, or due to the subsequent growth of bone or ﬁbrotic
tissue around it. This is particularly relevant given the wide-spread
use of the direct round window approach in hearing preservation
surgery (Richard et al., 2012).
Deliberate round window occlusion has been used as a method
to reduce symptoms associated with superior semicircular canal
dehiscence (Nikkar-Esfahani et al., 2013; Silverstein et al., 2014)
with the majority of patients reporting no change in hearing loss.
However, in superior semicircular canal dehiscence the “third
window” effect which is characteristic of the condition may pre-
vent round window occlusion leading to further hearing loss,
whereas a link between round window occlusion and both senso-
rineural and conductive hearing loss has been shown in both ani-
mal and human studies. Round window occlusion has been shown
to be implicated in hearing loss associated with otosclerosis (Grant,
1973). Nageris et al. (2012) showed a 30 dB conductive hearing loss
due to ﬁxation of the roundwindowwith glue in a group of rats. Cai
et al. (2013) also showed a reduction in auditory brainstem
response thresholds and in the slope of distortion product otoa-
coustic emission input-output functions in rats as a result of round
window ﬁxation with adhesive. Quesnel et al. (2016) reported a
histopathological study of an individual who showed loss of re-
sidual hearing after cochlear implantation with evidence of bone
growth and ﬁbrotic changes in the basal turn of the cochlea and
concomitant reduction in round window compliance. Crucially,
there was an absence of measurable changes in hair cell or spiral
ganglion cell populations, suggestive of a mechanism of post-
operative hearing loss due to changes to cochlear mechanics
rather than in neurosensory transduction. Although this is a his-
topathological ﬁnding from one individual, it has wider ramiﬁca-
tions for cochlear implant users given that ﬁbrotic changes in the
cochlea consequent to cochlear implantation are likely to be wide-
spread (e.g. Seyyedi and Nadol, 2014).
In this paper the effect on acoustic hearing of increasing the
round window stiffness is predicted, in order to help understand
the role that this mechanism may play in the loss of residual
hearing after cochlear implantation.A ﬁnite element model of the round window is ﬁrst developed
in order to estimate the increase in its stiffness due to the presence
of a cochlear implant passing through it. A lumped element model
is then used to predict the effect of this stiffening on the residual
hearing. The development of this lumped element model is dis-
cussed, together with the estimation of its parameters. The cochlear
input impedance and the acoustic impedance at the tympanic
membrane are then calculated using themodel and are shown to be
similar to that previously measured if the normal value for the
stiffness of the round window is assumed, but are seen to get sig-
niﬁcant larger at some frequencies if the round window stiffness is
increased. The lumped element model is then used to predict the
reduction in pressure difference across the basilar membrane, and
hence the hearing loss, due to an increase in round window stiff-
ness. The variability of this predicted loss in residual hearing is also
calculated when using reasonable variations in the values of the
assumed physical parameters, and a potential method for the
mitigation of the effects of a stiffening window is ﬁnally described.
2. Finite element model of the round window
A ﬁnite element model of the round window is developed here
to investigate the effect of stiffening due to a cochlear implant. The
round window is initially modelled as a thin, circular ﬂat plate
(Kwacz et al., 2013) and is assumed to have a diameter of 2 mm, and
a thickness of 70 mm (Zhang and Gan, 2013). The edge of the round
window is assumed to be clamped (Li et al., 2007; Toth et al., 2006).
Although the round window is known to have a saddle-shaped
curvature and its shape is not quite round, and is also known to
be subject to signiﬁcant individual differences, Li et al. (2007),
Atturo et al. (2014), these effects will mainly inﬂuence its high
frequency dynamics, rather than the low frequency stiffness of
interest here. The Young's modulus is assumed to be 1  106 Pa and
the density of the round window to be 1200 kg m3, in order to
produce a similar frequency response to that obtained for the vi-
bration of the round window in air by Zhang and Gan (2013). This
model has been extended, using Ansys (v15.0), to include a ﬂuid on
one side. The membrane is meshed with 864 “solid185” elements,
which model 3D elastic structures, and the ﬂuid as 5184 “ﬂuid30”
elements, which includes the 3D inertia and compliance of the
ﬂuid, where the combination of these two elements is a common
choice for modelling ﬂuid-structure interaction. Fig. 2 shows the
resulting deﬂection and near-ﬁeld pressure distributions, when
driven by a uniform driving pressure at a frequency of 0.1 kHz. The
stiffening effect due to insertion of a cochlear implant is then
simulated by assuming that the round window is also clamped
around a circular central disc, having a diameter of 1 mm. The
acoustic input impedance of the round window is calculated from
the ratio of driving pressure to the round window volume velocity,
which is the accumulation of the predicted nodal velocities
multiplied by their elemental area, and is plotted as a function of
frequency in Fig. 3, both when intact and when clamped at the
central disc.
This model clearly simpliﬁes the actual condition of the round
window with a cochlear implant inserted through it in a number of
respects. First, the cochlear implant is assumed to pass centrally
through the round window, although other ﬁnite element simu-
lations, not shown here, indicate that the change in response is
relatively small if the insertion is off-centre. Second, it is assumed
that the cochlea implant is immobile, i.e. the inner disc does not
move, although there may be some residual movement of the
cochlear implant in practice (Semmelbauer and B€ohnke, 2016).
Finally, and probably most importantly, it is assumed that the dis-
tribution of the thickness and material properties of the round
window are uniform and unaffected by the insertion of the cochlea
Fig. 2. Results of the ﬁnite element model for the deﬂection of the round window with ﬂuid on one side and pressure contours in the ﬂuid when it is driven inward by a uniform
pressure of 1 Pa at a frequency of 0.1 kHz. Intact round window (left), and round window with cochlear implant which is assumed to be ﬁxed (right).
Fig. 3. The magnitude and phase of the round window acoustic impedance calculated at three conditions: namely intact round window (RW in water), with a cochlear implant
inserted and ﬁxed through the round window (RW-CI in water), and with the cochlear implant and a doubling of round window thickness (RW thickening).
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likely to be a thickening of the round window close to the cochlear
implant. Overall, however, the model shown in Fig. 2 provides a
convenient ﬁrst approximation to calculate the stiffening effect of
the cochlea implant on the round window dynamics.
The acoustic impedance predicted for the intact round window
up to about 2 kHz is similar to that measured by Nakajima et al.
(2009), as discussed in Appendix A. It has a low frequency acous-
tic compliance of about 1.4  1013 N1 m5 and an impedance null,
indicating a mechanical resonance, at a frequency of about 650 Hz,
suggesting that the effective mass is about 4 mg if this response is
modelled as a single degree of freedom system. There is also an
additional dip in the modulus of the impedance, at about 3.5 kHz,
which appears as a higher order radial mode of the round window
in the ﬁnite element results. The calculated mass of the round
window itself is only about 0.2 mg and so the bulk of the effective
mass is due to the entrained ﬂuid. The motion of the RW is almost
in phase at each node for driving frequencies below about 1 kHz, in
agreement with the measurements of Stenfelt et al. (2004) and
Kwacz et al. (2011). In this ﬂat, uniform and symmetric model, the
asymmetrical modes of the RW observed at higher frequencies bythese authors are not excited, although these only occurred outside
the frequency range of interest here. When the round window is
clamped around a disc at its centre, but its thickness is unaltered,
the low-frequency stiffness is increased by a factor of about 40. The
frequency of the ﬁrst null in the impedance curve is then increased
to about 7.2 kHz, indicating a reduction in the effective mass to
about 0.8 mg, due to the reduction in volume of the entrained ﬂuid.
Also shown in Fig. 3 is the acoustic impedance calculated from the
ﬁnite element model of the round window and immobile disc,
when the thickness of the round window is increased, from 70 mm
to 140 mm. The low-frequency stiffness is increased by a factor of
about 170 in this case. If the diameter of the cochlear implants is
assumed to be 0.5 mm rather than 1 mm, the stiffness increases by
a about a factor of 10, or about a factor of 40 if the thickness of the
round window is again assumed to be double. Talking into account
the uncertainty in the likely thickening of the round window after
implantation, an increase in stiffness by a factor of 100 appears to
be reasonable order-of-magnitude assumption.
It is only the general form of the round window impedance, up
to about 1 kHz, which is used in the lumped element model below,
and so the accuracy of the detailed response above this frequency
S.J. Elliott et al. / Hearing Research 341 (2016) 155e167158will not affect the subsequent results in this paper. This more
detailed response is likely to be affected by the fact that the round
window is not completely ﬂat (Atturo et al., 2014; Li et al., 2007),
the anisotropy of its structure, giving rise to asymmetrical motion
(Kwacz et al., 2011; Stenfelt et al., 2004), and the variability be-
tween subjects (Kwacz et al., 2011). Another factor that may lead to
a stiffening of the round window after implantation is bone growth
in this area. Quesnel et al. (2016) discuss an interesting case study
in which bone growth was observed in histopathology for a patient
who had a cochlear implant via cochleostomy seven years prior to
death. These authors also discuss the increased impedance of the
round window as a possible cause of loss in residual hearing.
Although this particular patient experienced severe loss of residual
hearing between 4 and 8 weeks after surgery and was found at
post-mortem to have bone growth over the whole of the round
window, such bone growth may occur in other patients over just a
part of the round window and hence contribute to its stiffening.
Quesnel et al. (2016) also observed growth in loose ﬁbrotic tissue in
the scala tympani close to the round window. The effect of this
ﬁbrotic tissue has been studied by Choi and Oghalai (2005) by
increasing the ﬂuid damping in a transmission line model and they
predicted a signiﬁcant effect on the basilar membrane velocity if
this damping was increased by a factor of 1000.
3. Lumped element model
The aim of this paper is to predict the change in residual hearing
due to increases in the stiffness of the round window. It is assumed
that the mechanism of slow wave propagation along the cochlea is
unaffected by this change in round window stiffness, but that it is
the excitation of this wave, by the pressure difference across the
basilar membrane at the base of the cochlea, that is altered. It is
well known that the ratio of this pressure difference to the alter-
nating volume velocity in each of the ﬂuid chambers is almost real
and independent of frequency (Zwislocki, 1962; Puria and Allen,
1991), and this may be termed the acoustic wave impedance,
ZWA. Physically, the wave impedance is determined by the proper-
ties of the forward travelling wave at the base of the cochlea since,
under normal hearing conditions, any reﬂected wave has a much
lower amplitude, and so it is analogous to the, real, characteristic
impedance in a waveguide or transmission line.
A simpliﬁed sketch of the middle ear and the uncoiled cochlea is
shown in Fig. 4. As well as the oval window (OW) and round
window (RW) this also includes the vestibular aqueduct (VA) in the
scala vestibuli (SV) and the cochlear aqueduct (CA) in the scala
tympani (ST). This representation of the ﬂuid pathways is clearly a
simpliﬁcation, since the VA actually connects to the vestibule rather
than the cochlear ﬂuid chamber for example, but it does provide a
reasonable representation for our purposes. An idealisation of the
middle ear (ME), as driven by the eardrum, is also shown in Fig. 4.
The acoustic pressure at the base of the scala vestibuli, pSV, is drivenFig. 4. A diagrammatic representation of the middle ear and the uncoiled cochlea to
show the arrangement at its base. The middle ear, ME, drives the scala vestibuli, SV, via
the stapes and oval window, OW, to give the pressure, pSV, which excites the pressure
difference across the basilar membrane, pBM, which is equal to pSV e pST, where pST is
the pressure in the scala tympani, ST, opposite the round window, RW. The vestibular
aqueduct, VA, and cochlear aqueduct, CA, are also found to be important when the
round window becomes stiffer.by the pressure at the eardrum by the dynamics of the middle ear.
The pressure at the base of the scala tympani, pST, is determined by
the volume velocity in this chamber and the terminating imped-
ance at the round window. Since there is no wave propagation
involved in the dynamic behaviour in both of these places, it is
reasonably well approximated by a lumped element model, as
described in this section. The historical development of lumped
element models of the cochlea has recently been discussed by
Marquardt and Hensel (2013) who described the earlier models of
Dallos (1970), Lynch et al. (1982) and Franke et al. (1985). Stenfelt
(2015) has also recently used a lumped element model to esti-
mate the different contributions to bone conduction.
Fig. 5 shows the lumped element model of this system used in
the present study. The middle ear is represented by its Thevenin
equivalent blocked pressure response, pME, and its internal
impedance, ZME, which is the impedance seen by the pressure in the
SV looking out into themiddle ear, and includes the dynamics of the
oval window. The pressure in the SV is the sum of the pressure
difference across the BM, pBM, and the pressure in the ST, pST.
It should be emphasised that pSV and pST are assumed to be
measured some distance away from the vibrating windows, and so
any near-ﬁeld components of the pressure in these chambers are
excluded from pSV and pST. These near-ﬁeld pressures do, however,
give rise to inertances, which are accounted for in ZME and ZRW. The
impedance ZBM relates the pressure across the BM, pBM, to the
volume velocity entering the ﬂuid chambers and is largely resistive.
Under normal circumstances pST would be much smaller than pBM,
since the impedance of the round window, ZRW, would be much
smaller than ZBM. As the stiffness of the round window increases,
however, this is no longer true and ZRW can become so large that
the impedances of the cochlear and vestibular aqueducts, ZCA and
ZVA, which are normally too large to play a signiﬁcant part in the
generation of pBM, also become important. The form of these in-
dividual impedances is described in the following section.
The basilar membrane response all the way along the cochlea, at
any given frequency, will be entirely determined by the pressure
difference driving the basilar membrane at the base, so that the
peak in the response of the cochlea at the characteristic place, for
example, is originally excited by the pressure difference at the base.
The hearing response will thus be directly proportional to the
pressure pBM in Fig. 5 and no explicit model of wave propagation
along the cochlea is required, which is a powerful feature of such
lumped element models. This will be true whether the cochlea is
entirely passive or whether it retains any element of the cochlear
ampliﬁer. The change in the pressure difference at the base of the
cochlea can be investigated by considering the change in the
acoustic pressure at the base of each of the ﬂuid chambers.Fig. 5. The impedance model used to study the effect of round window stiffness,
included in ZRW, on the pressure across the basilar membrane, pBM, which is the dif-
ference between the pressure in the scala vestibuli, pSV and that in the scala tympani
pST, where pME and ZME are the Thevenin equivalent source and impedance of the
middle ear, ZBM is the impedance across the basilar membrane and ZVA and ZCA are the
impedances of the vestibular and cochlear aqueducts.
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4.1. Middle ear impedance
A Thevenin equivalent circuit (Van Valkenburg, 1974) is used for
the middle ear, so ZME is the impedance looking out of the cochlea
into themiddle ear, with no external excitation. The impedance ZME
is thus the same as the parameter M3 in the analysis of Puria
(2003), who ﬁts a lumped element, mass-spring-damper, model
to this impedance so that it is modelled as
ZME ¼ iuLME þ RME þ
1
iuCME
; (1)
where ZME is the ratio of pressure to volume velocity, so that CME,
RME and LME are the acoustic compliance, resistance and inertance
of the middle ear. This is shown explicitly in Fig. 6, together with
the ﬁnal form of the other impedances indicated in Fig. 5. The
values of these parameters estimated for the human ear by Puria
(2003) are listed in Table 1, together with the values of all of the
other parameters used in this model. The combination of pME and
ZME in this Thevenin equivalent circuit provides a complete
description of the behaviour of the middle ear as seen by the oval
window. The physical interpretation of the pressure pME is that it is
the pressure that would be exerted on the stapes, if the stapes were
entirely blocked. This pressure is directly proportional to the
pressure in the ear canal, because of linearity, and is unaffected by
any changes in the round window stiffness. The Thevenin equiva-
lent circuit thus provides a convenient description of themiddle ear
for our purposes, with a single internal impedance, ZME, and a
source term, pME, that is directly proportional to the excitation in
the ear canal.
4.2. Impedance across the basilar membrane
The ratio of the pressure across the basilar membrane to the
volume velocity that travels down the scala at the base of the co-
chlea is denoted ZBM and this is made up of two components. The
ﬁrst is a result of the propagation of the slow wave down the co-
chlea, and is largely resistive, so will be denoted RWA, and is esti-
mated to be 2  1010 N s m5 by Aibara et al. (2001), for example.Fig. 6. The complete equivalent circuit diagram of the lumped element model used to analy
BM, pBM.The other component is due to the inertance of the ﬂuid in the two
chambers, LFL. These two impedances appear in parallel, since they
are driven by the same pressure difference. The acoustic inertance,
L, of the ﬂuid in a tube of length l and area A is given by
L ¼ rl
A
: (2)
This expression can be used to estimate LFL for the two ﬂuid
chambers in the cochlea assuming that l is equal to twice the length
of the human cochlea, i.e. 70 mm, and that its area is 1 mm2, to give
a value of LFL of about 7.0  107 N s2 m5, in reasonable agreement
with Marquardt and Hensel (2013).
The magnitude of the impedance, u LFL, due to the ﬂuid inertia,
is greater than that of the assumed wave impedance above about
20 Hz, and so the presence of this inertance does not signiﬁcantly
affect ZBM in the frequency range of interest here, which is above
100 Hz, but is included for completeness. In fact the ﬂuid imped-
ance is also increased by the impedance of the helicotrema, as
discussed by Dallos (1970) and Lynch et al. (1982), but this is
ignored here, since it would only act to the lower frequency above
which RWA is dominant in the parallel combination of RWA and LFL.4.3. Round window
The acoustic impedance of the round window, together with the
associated entrained ﬂuid, has been measured by Nakajima et al.
(2009). In Appendix A, a minor correction is applied to these
measurements in order to account for the rocking of the stapes,
since the volume velocity in the experiments was estimated from
the linear velocity at the edge of the stapes. With this correction,
the acoustic impedance of the round window under normal con-
ditions is found to be reasonably well approximated, up to about
5 kHz, by a mass-spring-damper model such that
ZRW ¼ iuLRW þ RRW þ
1
iuCRW
; (3)
where the values of the acoustic compliance, resistance and iner-
tance deduced from Appendix A are listed in Table 1. The value of
the RW compliance under these normal conditions is denoted C0RWse the effect of changing the round window stiffness, 1/CRW, on the pressure across the
Table 1
Parameter values used in the lumped element model and their source.
Name Parameter SI units Value Source
Middle ear inertance LME N s2 m5 4.4  105 (Puria, 2003)
Middle ear compliance CME N1 m5 1.2  1014
Middle ear resistance RME N s m5 1.0  1010
Wave impedance RWA N s m5 2.0  1010 (Aibara et al., 2001)
RW inertance LRW N s2 m5 1.0  106 Fitted based on
(Nakajima et al., 2009)RW resistance RRW N s m5 2.5  109
Nominal RW compliance C0RW N
1 m5 1.0  1013
Vestibular aqueduct inertance LVA N s2 m5 5.1  107
Cochlear aqueduct inertance LCA N s2 m5 5.6  108 Appendix B, based on
(Stenfelt, 2015)
Vestibular aqueduct resistance RVA N s m5 1.1  1010 
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
f =1 kHz
p
Cochlear aqueduct resistance RCA N s m5 3.5  1011 
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
f =1 kHz
p
S.J. Elliott et al. / Hearing Research 341 (2016) 155e167160in Table 1, since this will be divided by various factors to provide the
increase in round window stiffness used in the later simulations.
This assumed compliance is also in good agreement with the pre-
diction of the ﬁnite element model in Section 2.
4.4. Impedance of the aqueducts
The elements ZVA and ZCA in Fig. 5 represent the acoustic im-
pedances of the vestibular aqueduct and the cochlear aqueduct.
Stenfelt (2015) has modelled these impedances as comprising the
inertance and resistance of the aqueducts together with the
compliance of a cranial space. The form of this acoustic impedance
is discussed in Appendix B, where it is shown that over the fre-
quency range of interest here, it is well approximated by only its
inertance and resistance, although this resistance is weakly fre-
quency-dependent.
The values of the acoustic inertances and resistances have been
calculated using the equations in Appendix B, with the lengths and
areas of the two aqueducts, as suggested by Stenfelt (2015), who
assumed that the length of the cochlear aqueduct was 10 mm and
that it diameter was 0.15 mm, and that the vestibular aqueduct was
made up of a tube of length 1.5 mm with a diameter of 0.3 mm, in
series with a tube of length 8.5 mm and a diameter of 0.6 mm. The
assumed values of these inertance and resistance values are given
in Table 1, although it should be noted that these are probably the
least reliable parameters in the lumped element model. Signiﬁcant
individual differences in the sizes of the aqueducts and their
patency have been noted by Gopen et al. (1997) and Saliba et al.
(2012), as discussed further in Section 7. This variability is less
important under normal hearing conditions, since the impedance
of the aqueducts is then always large compared to the impedance of
the round window, but it becomes more important as the round
window is stiffened and the impedance of the aqueducts has a
larger effect. Other ﬂuid connections from the cochlea, such as the
leaks due to vessels or nerves, will also affect the response to some
extent, but these can be assumed to be lumped in with the im-
pedances of the aqueducts in Fig. 5.
The overall circuit diagram for these components is shown in
Fig. 6, together with an additional impedance, CB, to be discussed in
Section 8. The magnitudes of the impedances for these individual
components are shown on a log-log scale in Fig. 7 to illustrate their
relative values at different frequencies, following Marquardt and
Hensel (2013), as will be used below.
5. prediction of input impedance at the stapes and the
tympanic membrane
Although the main objective of this paper is to predict the effectof increases in the round window stiffness on hearing levels, the
lumped element model presented above also readily allows the
prediction of the changes in cochlear input impedance as the round
window stiffness increases. This can then be used to predict the
consequent changes in the impedance at the tympanic membrane.
These results are included here since they may provide an easier
method of experimentally validating the lumped element model
than using the rather more inaccessible changes in the pressure
across the BM.
The cochlear input impedance, ZC, which is the ratio of the
pressure in the SV to the stapes volume velocity can be derived
from Fig. 5 as
ZC ¼
ZVAðZBMZRW þ ZBMZCA þ ZCAZRWÞ
ðZVA þ ZBMÞðZRW þ ZCAÞ þ ZCAZRW
: (4)
Fig. 8 shows the calculated magnitude and phase of ZC when the
compliance of the round window takes its normal value and when
it is decreased by a factor of 10, 100 or 1000. Under normal con-
ditions ZRW is signiﬁcantly less than RWA up to about 3 kHz, and so
ZC is mainly resistive at low frequencies, as measured by Aibara
et al. (2001), Puria (2003) and Nakajima et al. (2009) for example.
Above about 5 kHz the inertance associated with the round win-
dow is predicted to become more important, causing an increase in
the magnitude of ZC and a drop in its phase. Unfortunately the
lumped element model of the roundwindow is not very accurate in
this frequency region, as seen in Appendix A, since both the stapes
motion (Sim et al., 2010) and the round window motion (Kwacz
et al., 2011) become more complicated than the in-phase behav-
iour seen at low frequencies.
When the round window stiffness is increased by a factor of 10,
ZC is dominated by the inertance of the VA at low frequencies, but
this then combines with the compliance of the RW to give a parallel
resonance at about 200 Hz and hence a peak in the cochlear
impedance, as can be veriﬁed by noting the crossover point for
these two impedances in Fig. 7. As the round window stiffness is
further increased, the frequency range over which ZC is dominated
by LVA increases and the resonance is pushed up to about 800 Hz
and 2.5 kHz when CRW is 1/100 or 1/1000 of its nominal value. The
dominant acoustic resistance in the circuit for ZC is RWA, and so the
Q of this resonance, QC, is approximately given by
QC ¼
1
RWA
ﬃﬃﬃﬃﬃﬃﬃﬃﬃ
LVA
CRW
s
; (5)
so that QC increases as CRW decreases, as seen in Fig. 8.
The predicted change in the input impedance at the tympanic
membrane can also be calculated using a two-port model for the
Fig. 7. The variation in the impedances of the various components in Fig. 6 over the frequency range of interest. Since a log-log scale is used, the impedances of the inertances rise at
1 decade/decade and those of the compliances fall at 1 decade/decade. This graph will be used to help understand the results presented in Sections 5 and 6.
Fig. 8. The calculated magnitude and phase of the cochlear input impedance, ZC, when the stiffness of the round window takes its normal value and when it is increased by a factor
of 10, 100, or 1000.
S.J. Elliott et al. / Hearing Research 341 (2016) 155e167 161middle ear, Peake et al. (1992), Shera and Zweig (1992) and Puria
(2003). In such a model the acoustic pressure in the ear canal
next to the tympanic membrane, at the ear drum, ped, and the
acoustic volume velocity of the tympanic membrane, qed, are
related to the pressure in the scala vestibuli next to the stapes, pst,
and the volume velocity of the stapes, qst, by the equations
ped ¼ Apst þ Bqst; (6)
qed ¼ Cpst þ Dqst; (7)where both volume velocities are deﬁne looking into the ear, pst
here is equal to pSV in Fig. 6, and A, B, C and D are complex,
frequency-dependent parameters.
Since the ratio of pst to qst is equal to the cochlear input
impedance ZC, the acoustic input impedance at the tympanic
membrane is readily calculated as
ped
qed
¼ AZC þ B
CZC þ D
: (8)
The parameters A, B, C and D in the two-port equations have
been calculated using the model of Kringlebotn (1988), as
S.J. Elliott et al. / Hearing Research 341 (2016) 155e167162implemented Ku (2008), and hence the acoustic impedance at the
tympanic membrane has been calculated using equation (8). Fig. 9
shows the magnitude and phase of the predicted tympanic mem-
brane impedance, calculated with the cochlear input impedances
shown in Fig. 8 for the normal round window stiffness and when
this is increased by factors of 10, 100 and 1000. Also shown in this
ﬁgure is the predicted impedance at the tympanic membranewhen
the stapes are completely blocked, so that the ZC tends to an inﬁnite
value. The predicted tympanic membranes under normal and this
blocked condition are similar to those measured for example by
Zwislocki (1962), Shaw and Stinson (1981), as quoted in
Kringlebotn, (1988) and Voss et al. (2000), which provide some
conﬁdence in the middle ear model. In contrast to the relatively
smooth variation in the tympanic membrane impedance underpBM
pME
¼ ZBMZVAðZRW þ ZCAÞ
ZBMðZVA þ ZMEÞðZRW þ ZCAÞ þ ZCAZRWðZVA þ ZMEÞ þ ZVAZMEðZRW þ ZCAÞ
: (9)these two conditions, at frequencies below about 1 kHz, this
impedance shows a more complicated behaviour if the round
window stiffness is increased. A dip at about 250 Hz and then a
peak at about 320 Hz is observed, for example, when the round
window stiffness is increased by a factor of 100. The dynamics of
the middle ear are largely governed by its stiffness below about
1 kHz and the peak in the impedance described above appears to be
the result of a series resonance between the compliance of the
middle ear and the inertance of the vestibular aqueduct, since the
latter dominates ZC at low frequencies, as seen in Fig. 8. This sug-
gestion is supported by other simulations, not shown here, where
the vestibular aqueduct inertance was doubled in the equivalent
circuit for ZC, in which case the frequency of the peak in the tym-
panic membrane impedance dropped by a factor of about the
square root of 2.
These results suggest that the presence of this dip and peak inFig. 9. The calculated magnitude and phase of the acoustic impedance at the tympanic me
ear, and the cochlear input impedance shown in Fig. 8, when the round window stiffness ta
the stapes are assumed to be ﬁxed.the frequency response of the tympanic membrane impedance
might provide a relatively simple clinical test for the presence of
round window stiffening. The frequency of this peak may vary
signiﬁcantly with the size or the patency of the vestibular aqueduct
in a particular patient, however, and clearly further work is
required to validate this prediction.
6. Prediction of the hearing loss
The lumped element circuit in Fig. 5 can be used to calculate the
pressure across the BM, pBM, which generates the slow wave that
eventually excites the inner hair cells in the cochlea, as a function of
the blocked middle pressure, pME, asThe Thevenin equivalent pressure and impedance in Fig. 5
provide a complete model of the linear behaviour of the middle
ear in this impedance model, provided that the pressure in the
middle ear, which is affected by the volume velocity of the round
window, only plays a minor role in middle ear transmission
compared with the direct mechanical path (Shera and Zweig, 1992),
as does appear to be a reasonable assumption in the frequency
range of interest here (Keefe, 2015). The changes in the ratio of pBM
to pME as the RW is stiffened can be taken as a measure of the
change of the acoustic excitation of the cochlea.
Fig. 10 shows the calculated variation of the magnitude and
phase of pBM/pME with frequency as the round window stiffness is
increased. Under normal circumstances ZRW is small compared to
ZBM, which is itself small compared to ZVA and ZCA, so that the ratio
of these pressures is given approximately bymbrane, calculated using Kringlebotn's (1988) two-port network model for the middle
kes its normal value, when it is increased by a factor of 10, 100 or 1,000, and also when
Fig. 10. The variation of the magnitude and phase of pBM/pME with frequency when the stiffness of the round window takes its normal value and when it is increased by a factor of
10, 100, or 1000.
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pME

C0RW
z
ZBM
ZBM þ ZME
: (10)
This equation predicts the results in Fig. 10 under normal con-
ditions reasonablywell, with the ratio of pressures showing a broad
peak at the series resonance frequency of LME and CME, which is
seen to occur at about 1.5 kHz in Fig. 7.
If the round window stiffness is increased by a factor of 10, the
compliances that dominate the response at low frequencies
become CRW and CME, and a well damped peak is generated when
the combined compliance resonates with LVA at about 150 Hz, but
the higher frequency response is largely unchanged.
When the roundwindow stiffness is increased by a factor of 100,
the compliance that dominates at low frequencies is then CME, so
that the response is reduced, and this compliance then resonates
with LVA to give a well-damped peak in the response at about
200 Hz. Above 200 Hz the dynamics are dominated by CRWand RWA,
so that the response increases with frequency, until CRW has a well-
damped resonance with LRW at about 5 kHz, as can again be
deduced from Fig. 7.
When the stiffness is increased by a factor of 1,000, then a
parallel resonance occurs between CRW and LCA at about 700 Hz,
generating a high impedance in the parallel combination of ZRWand
ZCA, below ZBM in Fig. 7, and reducing the volume velocity supplied
by pME to generate a notch in the response. Above this frequency
the dynamics are again dominated by CRWand RWA, although CRW is
now reduced comparedwith the cases considered above, and so too
is the response.
The predicted hearing loss due to the stiffening of the round
window is shown in Fig. 11, over the frequency range shown for the
measured results in Fig. 1, as calculated by the level of pBM under
normal conditions divided by pBM under the stiffened condition.
This quantity is equal to 0 dB, by deﬁnition, under normal condi-
tions, but is also not greatly affected if the RW stiffness is increased
by a factor of 10. As the stiffness increases by a factor of 100,
however, the hearing loss is predicted to be about 22 dB at 250 Hz,
gradually falling to about 15 dB at 1 kHz. When the stiffness is
increased by a factor of 1,000, the predicted hearing loss getsconsiderably greater at about 700 Hz due to the parallel resonance
between CRW and LCA
So, if the RW stiffness is assumed to be increased by about a
factor of 100, as predicted for cochlear implant insertion in the
ﬁnite element model, the lumped element model predicts
approximately the same average level of residual hearing loss
below 1 kHz as is shown in Fig. 1, and also as reported for other
clinical data by Adunka et al. (2013) and Friedmann et al. (2015).7. Variability in the hearing loss
The results in Fig. 11 indicate the change in the predicted
hearing loss with RW stiffness, for a given size of cochlear and
vestibular aqueducts, as discussed in Section 4.4. There is, in fact,
considerable variability in the sizes and patencies of these aque-
ducts from person to person, as discussed above. The normal
variation in the length of the cochlear aqueduct seems to be from
about 6 mm to about 12 mm and the normal variation in the
diameter is from about 0.02 mm to 0.15 mm (Gopen et al., 1997).
There may be even larger variations in the size of the vestibular
aqueduct, where there has been some debate about what consti-
tutes an abnormally large aqueduct in large vestibular aqueduct
syndrome. The normal variation in its diameter at the axial
midpoint appears to be from about 0.4 mm to 0.9 mm and in its
diameter at the coronal midpoint from about 0.5 mm to 1.9 mm
(Saliba et al., 2012), although it is actually the diameter at the
narrowest point that has the greatest effect on the impedance. By
re-calculating the inertances for different sizes of the aqueducts, an
ensemble of predictions for the hearing loss can be calculated. The
RW compliance has also been assumed to vary over a range of
values from CRW ¼ C0RW=50, to represent the effect of a smaller CI, to
CRW ¼ C0RW=200, to represent the effect of a larger CI, both with
some thickening of the round window.
Fig. 12 shows the results of these simulations and, for clarity,
only the upper and lower boundaries of this set of calculated
hearing losses are shown, together with the average value over all
these simulations, although this average clearly does not account
for the true distribution of these geometric parameters, since these
are not known. In general with a stiffened round window, an
Fig. 11. The predicted loss of residual hearing due to the stiffening of the round window, plotted over the same frequency range as in Fig. 1.
Fig. 12. Predicted hearing loss using the lumped element model when the length and
diameter of VA and CA are assumed to vary over the range discussed in the text, and
the round window stiffness is assumed to be either 50, 100 or 200 times greater than
its normal condition. Green line for average result, blue dashed line for lower boundary
of hearing loss, and orange dashed line for upper boundary of hearing loss. (For
interpretation of the references to colour in this ﬁgure legend, the reader is referred to
the web version of this article.)
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enlarged CA reduces the predicted hearing loss, at least at the lower
frequencies.
The resulting variation in the predicted hearing loss from the
average value is about þ25 to 8 dB at 250 Hz, falling to about
±8 dB at 1 kHz. This predicted variation may go some way towards
explaining the large individual variations in the measurements of
the additional hearing loss after cochlear implantation, as discussed
in the introduction.8. Reduction of hearing loss with an artiﬁcial compliant
element
If a signiﬁcant component of the loss in residual hearing after
cochlear implantation is due to a stiffening, or loss of compliance, of
the round window, it may be possible to recover some of this re-
sidual hearing by introducing an artiﬁcially compliant element,
perhaps into the cochlear implant itself.For example a small bubble of gas might be introduced into the
cochlear implant such that it is positioned in the scala tympani,
close to the round window, and coupled to the ﬂuid via a ﬂexible
window. The acoustic compliance of such a gas bubble is given by
CB ¼
VB
gPB
; (11)
where VB is the volume of the bubble, g is the ratio of principal
speciﬁc heats for the gas and PB is the pressure in the gas bubble.
The adiabatic bulk modulus of the gas, which is given by gPB, is
about 1.4  105 Pa for air at atmosphere pressure, and this is very
much less than the corresponding value for the bulkmodulus of the
cochlear ﬂuid, which can be calculated from rc2 as about 2 109 Pa.
Only a very small gas bubble is thus required to give a signiﬁcant
change in the compliance. A 0.15 mm3 bubble of air at atmosphere
pressure, for example, has an acoustic compliance of about
1  1013 N1 m5, which is the same as that of the intact round
window. The compliance of the gas bubble would, however, be
affected by the ﬂexible window connecting it to the ﬂuid. Ravicz
et al. (2015) have described a similar compliant element, but for
the treatment of ﬂuid in the middle ear, and the balloon used to
enclose the air bubble in this case approximately halved the
compliance of the bubble, in the worst case. Thus doubling the size
of the bubble, to 0.3 mm3 would still provide the required
compliance, even when enclosed in such a balloon, and would still
be small in comparison with the 30 mm3 or so volume of the scala
tympani (Thorne et al., 1999).
Fig. 6 also includes the acoustic compliance of such a gas bubble,
CB, near the round window. The compliance of the bubble effec-
tively appears in parallel with the inertance of the cochlear aque-
duct. Assuming a 0.15 mm3 bubble of air at atmosphere pressure,
with a compliance as calculated above, the hearing loss with the air
bubble has been calculated, for the same range of RW stiffness as
shown in Fig. 11. The loss of residual hearing with the bubble is
predicted to be less than 1 dB for all these values of round window
stiffness.9. Discussion and conclusions
It has been found in several centres that the loss of low-
frequency residual hearing after cochlear implantation is about
S.J. Elliott et al. / Hearing Research 341 (2016) 155e167 16520 dB. This loss may be due to many factors, which include the
stiffening of the round window due to the presence of the cochlea
implant. A ﬁnite element model has been used to investigate this
stiffening effect, and it is shown that the stiffness of the round
window is increased by about a factor of 100 by the presence of the
cochlear implant for frequencies below 1 kHz. The dynamics of the
cochlea implant and the round window are likely to be more
complicated than this, particularly at higher frequencies, however,
since the cochlea implant probably does move to some extent
(Semmelbauer and B€ohnke, 2016), and also because the round
window is probably also thickened as it heals around the cochlear
implant. Nevertheless this simple model appears to give a reason-
able ﬁrst approximation to the change in its dynamics.
A lumped element model is then used to calculate the effect of
this stiffening of the roundwindow on the excitation of the cochlea.
The parameters for this model are taken frommeasurements in the
literature and it is found to be important to include the effects of
the cochlea and vestibular aqueducts, since their presence become
more important as the round window stiffness is increased.
For a 100-fold increase in the round window stiffness, as pre-
dicted by the ﬁnite element model, the loss of residual hearing is
predicted to be about 22 dB at 250 Hz, falling to about 15 dB at
1 kHz, in reasonably good agreement with the average hearing loss
after implantation measured at several centres. It thus appears that
this stiffening is a signiﬁcant cause of the hearing loss generally
observed after cochlea implant surgery.
By assuming reasonable variations in the dimensions of the
aqueducts and in the stiffness of the round window, signiﬁcant
variability in the predicted loss of residual hearing is observed,
which is also in good agreement with the clinical measurements.
It may be possible to recover some of the residual hearing lost by
the stiffening of the round window by artiﬁcially introducing a
compliant element near the round window. The effect of a
0.15 mm3; bubble of air has been considered, for example, when
incorporated into the cochlea implant and positioned inside the
scala tympani close to the round window, and coupled to the ﬂuid
via a ﬂexible window. This signiﬁcantly reduces the predicted loss
of residual hearing.
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Appendix A. The effect of stapes rocking on the estimation of
round window impedance
Nakajima et al. (2009) estimated the round window impedance
from measurements of pressure in the scala tympani near the
roundwindow, pST, and estimates of the stapes volume velocity, bqst,
as
bZRW ¼ pSTbqst ; (A1)
where bqst ¼ Ast bV st, Ast and bV st are the area and estimated linearvelocity of the stapes, and also assuming.
1) The volume velocity of oval window is equal to that of the round
window
2) The stapes motion is piston-like
Similar measurements and assumptions are made by Aibara
et al. (2001) and Puria (2003). Actually bV st is measured at the
posterior crus and the stapes are known to rock at higher fre-
quencies, e.g. Sim et al. (2010), so that
bV st ¼ Vst þ Vrock; (A2)
where Vst is the component of velocity due to the piston-like mo-
tion and Vrock is that due to the rocking motion. Equation (A1) thus
takes the form
bZRW ¼ pSTAstðVst þ VrockÞ ; (A3)
whereas the true value of the round window impedance is given by
ZRW ¼
pST
AstVst
¼ bZRW1þ VrockVst

; (A4)
The ration Vrock/Vst is given by Hato et al. (2003) and Fig. 8 C and
D in Sim et al. (2010). Using the Hato et al. (2003) results, we can
estimate that.
at 0.5 kHz Vrock/Vst z 0.1 with little phase shift,
at 5 kHz Vrock/Vst z 1 with a phase shift about 45, and
at 8 kHz Vrock/Vst z 1.6 with phase shift of greater than 90.
So, empirically ﬁtting this data with
VrockVst
z f5000; :VrockVst z0:78 f5000 ; (A5)
where f is frequency in Hz and the phase is in radians, the corrected
mean value of the round window impedance is given by
ZRW ¼
pST
Vst
¼ bZRW1þ f5000

eið0:78f =5000Þ

: (A6)
Fig. A1 shows the original mean values of the estimated round
window impedance, bZRW, fromNakajima et al. (2009) and the value
of this impedance corrected for the stapes rocking, ZRW, as above.
Also shown is a ﬁtted mass-spring-damper model, which ﬁts the
modulus of the corrected model reasonably well up to about 5 kHz,
although the predicted phase is somewhat larger than that
measured, even after correction. It is known, however, that the
motion of both the stapes and of the round window becomes more
complicated above 5 kHz (Stenfelt et al., 2004; Kwacz et al., 2011)
and the effect of multiple, well damped, structural modes may well
account for the observed high-frequency behaviour, as suggested
by the results of the simple ﬁnite element model in Section 2. The
low-frequency model of the round window impedance used here
thus takes the form shown in equation (A8).
ZRW ¼ iuLRW þ RRW þ
1
iuCRW
; (A7)
with the ﬁtted parameters CRW ¼ 1 1013 m5N1, LRW¼ 1 106 N
s2m5 and RRW ¼ 2.5  109 N s m5, as used in Table 1.
Fig. A1. The impedance of round window.
Fig. B1. The magnitude of the acoustic impedance for the cochlear aqueduct, CA, and
vestibular aqueduct, VA, calculated using equations (B1), (B2), (B4) and (B5).
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and vestibular aqueduct
The acoustic properties of the two aqueducts is modelled by
Stenfelt (2015) as being that of a ﬂuid-ﬁlled cylindrical duct that
terminates in a larger ﬂuid-ﬁlled space, corresponding to the cra-
nial cavity, and the acoustic impedance thus takes the form
ZA ¼ iuLD þ RD  i=uCC ; (B1)
where LD and RD are the acoustic inertance and resistance of the
duct and CC is the acoustic compliance of the cavity. This compli-
ance can be written as
CC ¼
V
rc2
; (B2)
where r and c are the density and speed of sound of the ﬂuid and V
is volume of the cranial space. Although it may initially be though
that the ﬂuid-ﬁlled cavity would provide a very high impedance to
terminate the duct, this turns out not to be the case, since its
impedance is small in comparison with the inertance of the duct in
the frequency range of interest here, i.e. above 100 Hz. In Stenfelt
(2015), and the earlier work of Gopen et al. (1997), the inertance
and resistance of the duct are also calculated as if their radius is
small compared with the viscous boundary layer thickness, i.e. a
“tube of very small radius” in the terms of Beranek (1954). The
viscous boundary layer thickness is given by
d ¼
ﬃﬃﬃﬃﬃﬃ
h
ru
r
; (B3)
where h is the coefﬁcient of viscosity, which is about
7  104 kg m1 s1 for cochlear ﬂuids at body temperature. At
100 Hz, this boundary layer thickness is thus about 30 mm for
cochlear ﬂuids, so that the radius of the cochlear aqueduct, 75 mm,
and the smallest radius of the vestibular aqueduct, 150 mm,
assumed by Stenfelt (2015), are actually not small compared with
the viscous boundary layer thickness.
It is thus more appropriate to use the inertance and resistance of
an “intermediate size tube”, in the terms used by Beranek (1954),
which in, our notation, areLD ¼
rl
pa2
; (B4)
RD ¼
l
pa3
ﬃﬃﬃﬃﬃﬃﬃﬃ
hur
2
r
; (B5)
where a is the duct radius and it should be noted that Beranek uses
the kinematic coefﬁcient of viscosity, h/u, and that he has an
additional factor of two to account for thermal losses in air, which
do not apply to the ﬂuid case here since the Prandtl number is large
(Baumgart, 2010). The dimensions of the aqueducts are taken from
Stenfelt (2015); to be of length 10 mm and diameter 0.15 mm for
the cochlear aqueduct and for the vestibular aqueduct to be the
combination of a duct of length 1.5 mmwith a diameter of 0.3 mm
and a duct of length 8.5 mm with a diameter of 0.6 mm, and the
cranial space is assumed to be a sphere of radius 50 mm, and the
various terms in equation (B1) can be calculated, using equations
(B2), (B4) and (B5).
Fig. B1 shows the magnitude of this impedance for the two
aqueducts, calculated from equation (B1), over a broader frequency
range than that used above to show the overall behaviour.
S.J. Elliott et al. / Hearing Research 341 (2016) 155e167 167It can be seen that the series resonance of LD and CC occurs
below 100 Hz in both cases, and that above this frequency, the two
impedances are well approximated by the corresponding inertan-
ces and resistances, as used in themain text above. Strictly speaking
the equations used for LD and RD in this calculation are somewhat
inaccurate at the lowest frequency shown in Fig. B1,10 Hz, since the
viscous boundary layer thickness is then no longer small compared
with the duct radius, but the conclusions for the approximations
above 100 Hz still hold.
The difference between these inertances and those used by
Stenfelt (2015) is only a factor of 4/3, however, and, over the fre-
quency range of his results, the duct resistance plays a relatively
minor role, so that the conclusions of this paper are not signiﬁ-
cantly affected by these modiﬁcations to the form of the duct
impedances.
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